Congestive heart failure (CHF) refers to the inadequate blood filling function of the ventricular pump and it may cause an insufficient heart discharge volume that fails to meet the needs of body metabolism. Heart rate variability (HRV) based on the RR interval is a proven effective predictor of CHF. Short-term HRV has been used widely in many healthcare applications to monitor patients' health, especially in combination with mobile phones and smart watches. Inspired by the inception module from GoogLeNet, we combined long short-term memory (LSTM) and an Inception module for CHF detection. Five open-source databases were used for training and testing, and three RR segment length types (N = 500, 1000 and 2000) were used for the comparison with other studies. With blindfold validation, the proposed method achieved 99.22%, 98.85% and 98.92% accuracy using the Beth Israel Deaconess Medical Center (BIDMC) CHF, normal sinus rhythm (NSR) and the Fantasia database (FD) databases and 82.51%, 86.68% and 87.55% accuracy using the NSR-RR and CHF-RR databases, with N = 500, 1000 and 2000 length RR interval segments, respectively. Our end-to-end system can help clinicians to detect CHF using short-term assessment of the heartbeat. It can be installed in healthcare applications to monitor the status of human heart.
Introduction
Heart failure (HF) is a clinical syndrome of various heart diseases at severe stages and is also known as congestive heart failure (CHF). It is caused by an inadequate blood filling function of the ventricular pump. A poor heart pump function can cause the heart's discharge volume to be insufficient to meet the needs of the body's metabolism. Additionally, the blood perfusion of tissues and organs becomes insufficient, and there may be congestion of pulmonary and general circulation. Heart failure is categorized into four levels by the New York Heart Association (NYHA). Only patients at levels III and IV have significant symptoms [1] . Worldwide, more than 23 million patients are affected by heart failure, which makes it a major public health problem and huge economic burden [2] . In the USA, the total cost of nursing HF patients is $ 31 billion and this figure is estimated to increase to $70 billion by 2030 [3] . In addition, the treatment of heart disease comprises the highest health care costs of low-and middle-income countries.
Echocardiography is often used to diagnose CHF in hospitals. This instrument uses ultrasound to measure the stroke volume, end diastolic volume and the ratio between these two quantities, which is also known as the ejection fraction. The general ejection fraction should be between 50% and 70%, and is less than 40% in the chronic systolic HF. The other method for detecting CHF is by using an electrocardiogram (ECG). The standard 12-lead ECG remains the most useful instrument The paper is organized as follows. Section 2 presents a detailed description of the proposed method, including the database used, network topology, the basic steps and evaluation methods. The classification results are presented in Section 3. Section 4 provides a discussion and describes the limitations of the study, and Section 5 presents the conclusion.
Materials and Methods

Data
In this study, five open-source databases were used to evaluate the proposed method. For CHF patients, the BIDMC congestive heart failure database (BIDMC-CHF) [22, 23] and congestive heart failure RR interval database (CHF-RR) [22] , available on PhysioBank, were used. The BIDMC-CHF dataset has 15 subjects (11 men, aged 22-71 years, and four women, aged 54-63) with severe CHF (NYHA class 3-4), and the CHF-RRI dataset includes 29 recordings of subjects aged 34-79 with CHF (NYHA class 1-3). For normal subjects, the Massachusetts Institute of Technology-Beth Israel Hospital (MIT-BIH) normal sinus rhythm (NSR) [22] , the Fantasia database (FD) [34] and the normal sinus rhythm RR interval database (NSR-RR) [22] were used. The NSR includes 18 subjects with no significant arrhythmias (5 men, aged 26-45, and 13 women, aged 20-50), the NSR2 includes beat annotation files for 54 subjects with normal sinus rhythm (30 men, aged 28.5-76, and 24 women, aged 58-73) and the FD includes 120min continuous ECG signals of 20 young and 20 elderly healthy subjects.
As shown in Figure 1 , the original signals in above databases are ECG recordings. These databases also included beat annotation obtained by automated analysis with manual review and correction. In this study, we used those beat annotations to extract the RR interval (the time interval between two adjacent R-wave amplitudes) as the input signals. In order to compare our results with other work, we segmented the data into 500, 1000 and 2000 beats, which means the input signal in this model was a sequence of 500, 1000 and 2000 time values in seconds. Table 1 summarizes the number of signals for the different databases in two classes. Figure 2 shows the signals of different types for the 500 sample length (measured in seconds).
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Materials and Methods
Data
As shown in Figure 1 , the original signals in above databases are ECG recordings. These databases also included beat annotation obtained by automated analysis with manual review and correction. In this study, we used those beat annotations to extract the RR interval (the time interval between two adjacent R-wave amplitudes) as the input signals. In order to compare our results with other work, we segmented the data into 500, 1000 and 2000 beats, which means the input signal in this model was a sequence of 500, 1000 and 2000 time values in seconds. Table 1 summarizes the number of signals for the different databases in two classes. Figure 2 shows the signals of different types for the 500 sample length (measured in seconds). 
LSTM-Based Deep Convolutional Neural Network Structure
Inception was first introduced by the GoogLeNet [32] . Its main advantage is that it can get significant quality gain in the moderate increase of computing demand, compared with the lighter and wider network. The name of Inception" was derived from the network in the network paper by Lin et al. [35] . The Inception will calculate the different transformations from one input at the same time and output the results to the next level. As a result, the model itself can decide whether to use the information or what information to use. The first version of Inception was GoogLeNet, also known as the 22 layers network that won the ILSVRC 2014 competition. A year later, the researchers developed Inception V2 and V3 in second papers, and achieved a variety of improvements in the original version-the most important thing to mention was that they made the larger convolution weight a continuous and smaller convolution, making learning easier.
In this study, we used an LSTM network [36] to replace one of the convolution networks in the Inception module, as shown in Figure 3 . LSTM modules have received great results in the detection of time series signals, including RR interval signals [16] . Since the low complexity of the heart rate signal, only two Inception-LSTM modules were used, as shown in Figure 4 and Table 2 . We used the LSTM with many-to-many structures as a feature extractor, as shown in Figure 5 . Figure 6 presents the detailed structure of one Inception-LSTM module we used, and Figure 7 is the detailed network structure of the proposed model with 500 length RR intervals. For preventing overfitting, a dropout layer was used in this paper, and we set the rate = 0.2. We also used Adam (short for adaptive moment estimation) as the optimizer. In this optimization algorithm, running averages of both gradients and the second moments of the gradients were used. We set the parameters the same as the paper [37] , namely: learning rate = 0.001, β1 = 0.9 and β2 = 0.999. In this study, we took the CHF patients as positive subjects and NSR persons as negative subjects, and then classified the input data into these two categories by sigmoid activation function. Since the sigmoid function was used as the activation in output layer, we used binary cross entropy as the loss function:
where y is the true label and p is the prediction. 
Evaluation Method
In this study, three indicators were used for testing: sensitivity, specificity and accuracy. The definitions of above three indices are as follows: 
In this study, three indicators were used for testing: sensitivity, specificity and accuracy. The definitions of above three indices are as follows:
where TP is the number of true positives, FN is the number of false negatives, FP is the number of false positives, and TN is the number of true negatives.
Results
To better verify the proposed method, we compared the results of the proposed approach with those of other studies. However, other studies used different datasets to verify their methods. Liu et al. [20] used the normal sinus rhythm RR interval database (NSR-RR) and congestive heart failure RR interval database (CHF-RR), while Chen et al. [13] used the 5-min RR interval. Kumar [38] used the BIDMC-CHF database, MIT-BIH NSR database and Fantasia dataset for CHF detection. Therefore, in this study, for examining the proposed method, we used the same datasets for comparison, which as shown in Table 3 . Table 3 . Dataset used for comparison.
Database
BIDMC-CHF CHF-RR MIT-BIH NSR NSR-RR Fantasia
It can be seen from the previous studies that the classification performance using database 1 (DB1) is better than the performance using database 2 (DB2). The main reason may be the subjects in the DB1 (NYHA classes 3-4) suffered more severe CHF than the subjects in the DB2 (NYHA classes 1-3) . Therefore, the variability of the signal in the DB1 is more obvious and easier to be detected.
10-Fold Cross-Validation Stage
In the training stage, 10-cross validation and early stopping method were used for preventing overfitting. We first shuffled all the signals, and then split them as training segments and validation segments. The training segments were randomly shuffled again at each epoch (the validation segments were not). The early stopping method stops training when the validation loss has stopped improving. Figures 8 and 9 show the training process details of different training datasets; the solid line is the mean of the performance for each of 10-folds. We also set the batch size as 128 in the training. The batch means a set of N (128) samples, and a batch results in only one update to the model. The max epochs were set as 100. In the training stage for each fold, the training details and parameters are as listed in Table 4 . For comparison, we also used three other methods from the reference [13, 20, 38] . It is worthy to note that the mentioned methods [13, 20, 38] used cross-validation for testing instead of a blind testing method. As a result, we compared the results in this stage. In addition, we also used the same model without LSTM units for evaluating the effect of introducing it to the original inception. The overall performance of the training process and comparison are listed in Tables 5 and 6 . 
Blind Fold Testing Results
The common way to model validation is by k-fold cross validation or split validation. However, in those literatures, the input signals were independent of each other. For example, there was only one photo of subject A, and it can only appear in the training dataset or the testing dataset. In this study and comparison studies mentioned above, the original RR intervals were segmented by different length (500, 1000 and 2000). It means that there were multiple RR interval segments of one subject, and they can both appear in training dataset and testing dataset if we use split validation, although these two RR interval segments were not exactly the same.
In practice, the classification system had to deal with completely unknown subjects and not with unknown signal sequences of otherwise known subjects, as in the case of cross validation or split validation. Therefore, we used blindfold testing to better evaluate the proposed method. The blindfold dataset consists of the RR intervals from the subjects who never appeared in the training stage, and thus reduce the possibility of over-fitting. To the best of our knowledge, we were the first to use this method in testing stage for detecting CHF. Blindfold testing can effectively verify the performance of the proposed classification system when dealing with completely unknown subjects. The information of the subjects in the blindfold testing dataset are listed in Table 7 . The results and comparisons are provided in Table 8 for different dataset. From results, it is observed that the model with the modified Inception performed better than the comparison method. One reason is that LSTM units improve the handling of time step information from input sequences by incorporating a gating mechanism. Because of there can be lags of unknown duration between important events in a time series, LSTM networks are well-suite for the classification and process of time series signal [16] .
Discussion
Inspired by GoogLeNet [32] , a deep learning network using an LSTM-based Inception module for CHF detection, via short-term RR interval was proposed in this study. Five open-source databases and three types of RR segment length (N = 500, 1000 and 2000) were used to better evaluate the proposed method and compare with other studies. With blindfold validation, the proposed method achieved 99.22%, 98.85% and 98.92% accuracy on N = 500, 1000 and 2000 length RR intervals, respectively, using the BIDMC-CHF, NSR and FD databases; and achieved 82.51%, 86.68% and 87.55% accuracy on N = 500, 1000 and 2000 length RR intervals, respectively, using the NSR-RR and CHF-RR databases.
A possible explanation for the better performance of our method is that the deep-learning features allow more reliable signal abstraction in high dimensional space without human operation. The deep learning system forms a more abstract high-level representation of attribute classes or features by combing low-level features to discover distributed feature representations of data.
The proposed system can be installed inlow-cost ECG devices and be a diagnostic tool in places where access to a cardiologist is difficult. This system can also send the preliminary diagnostic results to cardiologists via the internet to save expert clinicians and cardiologists considerable time and decrease the number of misdiagnoses.
There two advantages of the present method. Firstly, deep learning method was used to CHF detection. Since the decision-making system based on deep learning gets all the information with the data, there is no information reduction through feature extraction. Therefore, our method can avoid potential error and automatically diagnose CHF. Secondly, we modified the inception module by the LSTM, which is well-suited to classifying time series signal, since there can be lags of unknown duration between import events in such data.
However, there are several limitations to this study. First, we did not focus on the problem of data imbalance. Table 1 shows that the sample sizes of healthy and CHF subjects are uneven, especially for the experiments using the CHF-RR and NSR-RR datasets. Secondly, the present method required big data and more computational power to train the model and obtain the optimum performance.
Conclusions
In summary, this study proposed an automated classifier for CHF detection that achieved good classification performance. The blindfold testing method was used to better evaluate the performance of the method in the situation of dealing with completely unknown subjects, which is more in line with reality. Using short-term HRV signals to detect CHF is important for healthcare applications, especially for smartphones and smart watches. This method can help clinicians monitor CHF patients outside the hospital and better make sense of HRV signals. We also hope this study can provide technical support for the identification and management of CHF patients based mobile phones.
In our future work, we will try to solve the data imbalance issue and other deep learning method for CHF detection, such as attention network. In addition, we will apply the model to smart watch or mobile application, and use it as a routine clinical application to assist doctors. The model will first give a preliminary diagnosis to users, then receive the doctor's review and correction, and re-train the model based on the new input data. We expect the method to be a useful automatic tool to increase the detection rate of patients with CHF. 
